A method for the rapid determination of 4-hexylresorcinol (4-HR) residue in shrimp by solid phase extraction (SPE) ultra-high performance liquid chromatography-tandem mass spectrometry (UPLC-MS/MS) was established. 4-HR was extracted twice with methanol, and the extract was formulated into methanol-water solution (1:1). After being cleaned up and concentrated by a PRIME HLB solid phase extraction column, the sample was analyzed by UPLC-MS/MS and quantitatively determined by an external standard method. The separation was performed with a gradient system consisting of water and acetonitrile as the mobile phase. Monitoring was performed by electrospray ionization (ESI) in negative ion mode using multiple ion reaction monitoring (MRM). Good linearity was obtained in the concentration range of 1.0-100.0 µg/L, with correlation coefficients larger than 0.999. The limit of detection (LOD) was 0.25 µg/kg and the limit of quantification (LOQ) was 0.80 µg/kg. The average recoveries of 4-HR at spiked concentrations of 2.40, 6.40 and 16 µg/kg ranged from 81.35% to 94.68% with the relative standard deviations (n = 6) from 3.57% to 6.86%. The results showed that the method is simple, fast, sensitive, reliable, and reproducible; thus, it could be used as a rapid confirmation and quantitative analysis method of 4-HR residue in aquatic products.
Introduction
As a nutrient-rich aquatic product, shrimp is a popular food, and its quality concerns consumers. Shrimp is a perishable product, and melanosis affects its appearance, degrades its quality, and reduces its value [1] [2] [3] [4] . Melanosis is initially caused by the biochemical action of polyphenoloxidase, which oxidizes phenols to quinines. Subsequently, nonenzymatic polymerization of the colourless quinones gives rise to black, high-molecular-weight pigments, and very dark or black coloring [5, 6] . Aquatic preservatives are used in the market to extend shelf life and freshness. 4-Hexylresorcinol (4-HR, molecular formula: C 12 H 18 O 2 , Figure 1 ) is a novel anti-oxidant, a preservative, and a blackening inhibitor used in shrimp products. In 1991, Mcevily [7] [8] [9] first proposed that 4-HR is an effective inhibitor of phenoloxidase in shrimp, which can safely replace sodium metabisulfite to inhibit the browning of the shrimp body. Subsequently, it was found that, as the component of preservatives, 4-HR could also inhibit the browning of apples [10] , Pleurotus eryngii [11] , and Coprinus comatus [12] ; it also has many applications in aquatic products. The increased concentration of 4-HR and its residue Additives" (GB2760-2014) stipulates that the maximum usage in fresh aquatic products (shrimp only) is ≤1 mg/kg, and it can be used in moderation according to the needs of production. To meet the requirements of preservation and color protection, the added amount of 4-HR in the market often exceeds the standard, and it cannot be completely removed when ingested, thus causing some harm to the human body [15] . Considering that the use of food additives is inevitable, it is necessary to establish a sound detection method to strengthen the monitoring of 4-HR.
At present, gas chromatography-mass spectrometry [16] , high performance liquid chromatography [17] [18] [19] [20] [21] , and ultra-high performance liquid chromatography-tandem mass spectrometry methods [22] are mainly used to detect 4-HR in aquatic products in China and across the world. High performance liquid chromatography-tandem mass spectrometry (LC-MS/MS) has been increasingly used due to its advantages such as high selectivity, high sensitivity, and high throughput [23] . Mass spectrometry can detect 4-HR with relatively high sensitivity and accuracy, and can be used to determine the molecular weight and chemical structure. Ultra-high performance liquid chromatography provides good separation. The combination of this technique with mass spectrometry can be used to accurately analyze the compounds qualitatively and quantitatively. This method has become an increasingly important technology in the application of drug residue detection in food [24, 25] . According to the chemical structure and properties of 4-HR, a C18 solidphase extraction column is often used, but purification is not ideal. In this study, a PRIME HLB solid phase extraction column was used for purification, which effectively reduced the impact of matrix effects. PRIME HLB is a versatile solid phase extraction column that can be used for the analysis of a wide range of drug residues in aquatic and animal-derived samples; however, its application in aquatic products is rarely reported. In this experiment, a PRIME HLB solid-phase extraction column was used for purification, and combined with the high sensitivity and accuracy of ultra-high performance liquid chromatography-tandem mass spectrometry, a set of methods for 4-HR detection in aquatic products with high efficiency, speed, and sensitivity was established. The method has the advantages of reduced matrix interference, strong specificity, good repeatability, and good recovery, and it can be applied to the qualitative analysis and quantitative detection of 4-HR residues in real samples. 
Results and Discussion

Optimization of the Chromatography Conditions
The common C18 column analysis of 4-HR failed to produce good peak shapes. In this study, an ACQUITY UPLC BEH C18 column with a particle size of 1.7 μm was used to analyze the target compound. When the ammonium acetate solution was used as the mobile phase, there were many interference peaks from impurities, and the response value was decreased and residuals were observed. The response value of the standard solution could not be accurately determined. Therefore, water was selected as the mobile phase. Under optimized chromatographic conditions, the peak shape of 4-HR was sharper, and the target compound separation and column equilibration could be completed within about 5.0 min. Using the 10.0 μg/L 4-HR standard solution, we compared the separation ability of the mobile phase, either with aqueous methanol or acetonitrile as the organic 
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Optimization of the MS Condition
4-HR is a weakly acidic substance and was usually analyzed by ion spray scanning. Under the negative ion scanning mode, the optimal MRM MS parameters of the target compound were tuned using a 0. The secondary mass spectrometry analysis of the analyte was then conducted to obtain the fragment ion information, and the collision energy and other mass spectrometry parameters were optimized. Finally, the strongest ion (m/z 151.1) and the second strongest ion (m/z 122.0) were selected as the qualitative ion and the quantitative ion, respectively. The optimized UPLC-MS/MS ion current graph of 4-HR is shown in Figure 2 . phase. When acetonitrile was used as the organic phase, the 4-HR sensitivity was slightly higher than when methanol was used as the organic phase, and the peak time was about 2 min with a sharp peak. In contrast, when methanol was used as the organic phase, the peak time was later, which extended the analysis time. Based on these data, acetonitrile-water was chosen as the mobile phase.
4-HR is a weakly acidic substance and was usually analyzed by ion spray scanning. Under the negative ion scanning mode, the optimal MRM MS parameters of the target compound were tuned using a 0. 
Selection of the Solid Phase Extraction Column
In this study, the following columns were used for solid phase extraction: C18, HLB, MAX, amino, and Prime HLB. The best purification column was found by comparing the purification results of the solid phase extraction columns and the recovery rates of 4-HR. Figure 3 displays the recovery rates of different solid phase extraction columns. It can be seen from Figure 3 that all five solid-phase extraction columns could remove the impurities in the sample well. The MAX column and the amino column could only adsorb part of the target, resulting in a low recovery rate. The Prime HLB column had the best adsorption effect and the highest recovery rate. Therefore, the Prime HLB solid phase extraction column was selected for use in the experiment.
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Selection of the Type and Volume of the Washing Solution
The Prime HLB column was activated with 5 mL methanol and 5 mL water, and the 4-HR spike recovery was increased by about 10%, shortening the experiment time. In this experiment, the effects of different proportions and volumes of washing solutions were compared. When 5% aqueous methanol solution, 10% aqueous methanol solution, 20% aqueous methanol solution, 30% aqueous methanol solution, and 50% aqueous methanol solution were used as the washing solutions, there was no significant difference in effectiveness. However, considering that the sample solution was 50% aqueous methanol, and 4-HR is easily soluble in organic solvent, the washing solution with the higher proportion of organic phase could easily wash off the enriched 4-HR; therefore, 20% aqueous methanol was selected as the washing solution. At the same time, we compared the effect of washing with 3.0 mL, 4.0 mL, 5.0 mL, and 6.0 mL of 5% aqueous methanol. The washing solution with 3.0 mL methanol resulted in a reduced volume and the impurities were not completely washed off. This was especially evident for shrimp samples with more pigmentation, the pigment deposition could clearly be seen in the column. When 6.0 mL washing solution was used, some of the liposoluble impurities 
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Selection of the Eluent
The effect of eluents with different pH values, including methanol acetonitrile solution, 1% ammonia-methanol-acetonitrile solution, 1% acetic acid-methanol-acetonitrile solution, and 2% acetic acid-methanol-acetonitrile solution were compared and analyzed. A 20.0 ng 4-HR standard solution was added to 4 centrifuge tubes containing the same amount of 50% aqueous methanol, respectively. After loading and rinsing, 5.0 mL of the 4 eluents were continuously added to the solid-phase extraction column for elution respectively, and every 0.5 mL of effluent was collected in each centrifuge tube. After the collection was completed, the effluents were blow-dried with nitrogen. The mobile phase solution was used to dissolve the effluent and the samples were loaded onto the machine to determine the 4-HR content. The elution curves of 4-HR using the four eluents are shown in Figure 4 . The results showed that there were no significant differences in the elution recovery rates of 4-HR among the four elution solutions, among which the elution rate of 2% acetic acid-methanol-acetonitrile solution was faster than that of 1% acetic acid-methanol-acetonitrile solution; the elution rate of 1% ammonia-methanol-acetonitrile solution was the same as that of 2% acetic acid-methanol-acetonitrile solution; 4-HR was not detected in the 4 mL eluent. Considering that an acidic mobile phase could decrease the response value, and in order to ensure high response intensity, 1% ammonia-methanol acetonitrile solution was selected to elute the target in this experiment. The eluent collection volume was selected as 4 mL to complete the collection of the target. could be washed off, which reduced the interference from the shrimp sample matrix and benefitted target elution. In the experiment, 6.0 Ml of 20% aqueous methanol was finally selected to rinse the solid phase extraction column.
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Linear Range and Detection Limit
Recovery Rate and Accuracy
Samples from different shrimp species were tested and found to contain no 4-HR. These were weighed accurately and three different concentrations of 4-HR standard solutions of 0.8, 4.0, and 8.0 µg/kg were added. Each addition level was measured 6 times in parallel according to the method described here for 5 consecutive days to calculate the spike recovery rate, the intraday precision and the interday precision. As shown in Table 1 , the average recoveries of 4-HR at the three standard concentrations and the five substrates were 81.35-94.68% with relative standard deviations of 3.57-6.86%. 
Practical Sample Analysis
To investigate the practicability and applicability of this method, the residual amount of 4-HR in 60 shrimp samples of 5 species from the market, including Parapenaeopsis hardwichii, Fenneropenaeus chinensis, Palaemon gravieri, Acetes chinensis, and Exopalaemon annadalei, were monitored using this method. 4-HR was only detected in 1 shrimp sample, but the amount (16.26 µg/kg) was lower than the maximum stipulated by the national standard. 4-HR was not detected in the rest of the samples. The results of our analysis showed that the method had high recovery rate, its precision and sensitivity could meet the requirements for 4-HR detection, and it can be used in actual sample analysis and determination.
Materials and Methods
Materials and Reagents
The shrimp samples used in the experiment were Parapenaeopsis hardwichii, Fenneropenaeus chinensis, Palaemon gravieri, Acetes chinensis, and Exopalaemon annadalei, which were all purchased at Dong he Market in Zhoushan City, Zhejiang Province. The samples were processed according to the standard requirements. The head and shell of the shrimp were removed, and the edible portion was crushed and homogenized using a high-speed dispersion homogenizer and cryopreserved at −18 • C for subsequent use.
4-Hexylresorcinol standard (C 12 H 18 O 2 , purity 99%) was purchased from Alfa Aesar Company (Heysham, UK). Anhydrous sodium sulfate (analytical grade) was purchased from Sinopharm Chemical Reagent Co., Ltd. (Shanghai, China) Acetic acid (analytical grade) was purchased from Sigma (Saint Louis, MO, USA). Acetonitrile, methanol and ethyl acetate (all chromatographic purity) were purchased from Merck (Darmstadt, Germany); The water used in the experiment was ultrapure water prepared using Millipore-Q (Millipore, MA, USA).
Instruments and Equipment
ACQUITY UPLC XEVO TQ-S liquid chromatography-tandem mass spectrometer (with electrospray ion source) was from Waters Corporation (Milford, MA, USA). MS2 vortex mixer was from IKA (Staufen, Germany). Centrifuge 5810 high-speed centrifuge was from Eppendorf Corporation (Hamburg, Germany). R-201 rotary evaporator was from Shanghai Kexing Instrument Co., Ltd. 
Sample Extraction
A 5.00 g sample was weighed and placed into a 50 mL centrifuge tube with plug. Then, 10 g anhydrous sodium sulfate powder was added, and a further 10 mL methanol was added for extraction. The tube was capped and vortexed for 2 min and then extracted by ultrasound for 10 min. The extract was cooled to room temperature (25 • C) and centrifuged at 7000 rpm for 5 min. The supernatant was transferred to another 50 mL centrifuge tube, and 10 mL methanol was added to the residue. The extraction was repeated once, and all the extracts were combined, mixed homogeneously, and filtered with a quantitative filter paper (grade 52, Whatman, Hangzhou, China). After filtration, pure water was added to the 5 mL extract up to 10 mL. Following this step, the solution was ready for purification.
Purification by Solid Phase Extraction Column
The Prime HLB SPE column was taken out and activated with 5 mL methanol and 5 mL water. Ten milliliters of the extract obtained in Section 3.3.2 was injected into the column. After loading the sample, 6 mL of 20% methanol water solution was used to rinse the column and the residual liquid from the solid phase column was squeezed until the column was dry. All of the above eluates were discarded. The target substance was eluted with 4 mL of 1% aqueous ammonia-methanol/acetonitrile (9:1, v/v) solution and the eluate was collected. The flow rate was less than 1 mL/min during the entire solid phase extraction process. The eluate was blown by nitrogen to near dry in a water bath at 40 • C. 1 mL 60% acetonitrile in water was added to dissolve the residue, and the mixture was filtered through a 0.22 µm organic microporous filter membrane for UPLC-MS/MS measurement.
Conditions of UPLC
Waters Acquity UPLC BEH C18 (2.1 mm × 50 mm, 1.7 µm): injection volume: 5 µL; sample chamber temperature: 10 • C; column temperature: 40 • C; mobile phase A: acetonitrile; mobile phase B: water. The gradient elution program of the mobile phaseis shown in Table 2 . 
Conditions for MS
Electrospray ion source: negative ion scanning mode; acquisition mode: multiple reaction monitoring (MRM); capillary voltage: 3.10 kV; desolvation gas: high purity nitrogen with flow rate of 800 L/h and temperature of 450 • C; cone gas: high purity nitrogen with flow rate of 50 L/h; collision gas: argon; source temperature: 150 • C. The MS parameters are shown in Table 3 . 
Conclusions
In this study, the UPLC-MS/MS method for the determination of 4-HR residues in shrimp was established by studying conditions required for UPLC-MS/MS and evaluating solid phase extraction columns and extraction conditions. We found that PRIME HLB solid phase extraction columns were effective for purification, especially when combined with the high sensitivity and strong separation effect of an ultra-high performance liquid chromatography-tandem mass spectrometer. Under these conditions, the experimental operation was simple and the matrix effect was low, thus increasing the recovery of the samples. The detection limit and the quantitation limit of this method were as low as 0.25 µg/kg and 0.80 µg/kg respectively, with good reproducibility and high precision, which enabled trace analysis of 4-HR in shrimp samples. Compared with previous studies, a confirmatory LC-MS/MS method was established with simple pretreatment, high sensitivity and wide applicability. This method is appropriate for 4-HR quantitation and can be used to replace routine LC-FLD analysis to maintain the safety of shrimp products containing 4-HR residues.
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